Abstract In order to improve osseointegration of dental implants with bone we studied an implant with holes inside its body to deliver bioactive materials based on a proposed patent. Bioactive materials can be selectively applied through holes to a patient according to diagnosis and the integration progress. After the bioactive material is applied, bone can grow into the holes to increase implant bonding and also enhance surface integration. In order to improve the concept and study the effect of bioactive material injection on implant integration, design optimization and integration research were undertaken utilizing the finite element method. A 2-dimensional simulation study showed that when bone grew into the holes after the bioactive material was injected, stress vertically distributed in the upper part of the implant was relieved and mild stress appeared at the opening of the injection holes. This confirmed the effect of the bioactive material and the contribution of the injection holes, but the maximum stress increased ten-fold at the opening. In order to reduce the maximum stress, the size, location, and the number of holes were varied and the effects were studied. When bioactive materials formed an interface layer between the implant and the mandible and four holes were filled with cortical and cancellous bones all the stress concentrated opposite to the loading side without holes disappeared. The stresses at the four outlets of the holes was mildly elevated but the maximum stress value was ten-fold greater compared to the case without the bioactive material.
Introduction
A dental implant is an artificial tooth root used in dentistry to support restorations that resemble a tooth or group of teeth. [1] [2] Dental implants can be used to support a number of dental prostheses, including crowns, implantsupported bridges or dentures.
3-7)
The majority of dental implants currently available are shaped like small screws, with either tapered or parallel sides. They can be placed at the same time as a tooth is removed by engaging with the bone of the socket wall and sometimes also with the bone beyond the tip of the socket. Current evidence suggests that implants placed straight into an extraction socket have comparable success rates to those placed into healed bone.
8) The success rate and radiographic results of immediate restorations of dental implants placed in fresh extraction sockets (the temporary crowns placed at the same time) have been shown to be comparable to those obtained with delayed loading (the crowns placed weeks or months later) in carefully selected cases.
9)
A typical implant consists of a titanium screw (resembling a tooth root) with a roughened or smooth surface. The majority of dental implants are made out of commercially pure titanium, which is available in 4 grades depending upon the amount of carbon and iron contained. More recently grade 5 titanium has increased in use. Grade 5 titanium, Titanium 6AL-4V, is believed to offer similar osseointegration levels as commercially pure titanium. Ti6Al-4V alloy offers better tensile strength and fracture resistance. Today most implants are still made out of commercially pure titanium (grades 1 to 4) but some implant systems are fabricated out of the Ti-6Al-4V alloy. Implant surfaces may be modified by plasma spraying, anodizing, 10) etching or sandblasting to increase the surface area and the integration potential of the implant.
An implant, be it dental, orthopedic or other, is usually a biologically compatible material, like titanium, which is surgically inserted within the body to replace defective structures such as bone or teeth. Although these implants are becoming more commonplace, problems still remain in the area of osseointegration, both immediate and longterm. Most implant procedures focus mainly on mechanical repair without much thought as to regeneration of bone. It has been shown that the replacement of bones Design Optimization of Dental Implants Using Finite Element Analysis for Injecting Bioactive Materials 293 such as hip joints that initially osseointegrate properly deteriorate years later because of osteolysis at the bone to implant interface.
In order to lengthen the lifetime of implants and to accelerate the bone healing process, some research focuses on improving the initial anchorage of the implant as well as on preserving the strength of the bone to implant interface. However, none of these current approaches are satisfactory.
The encapsulated biological agents are loaded into the hollow and porous implant and promote the growth of new bone or tooth structures. The combination of porosity and controlled release techniques produce a new dental and/or orthopedic implant system that accelerates bone ingrowth and osseointegration (integration of, e.g. titanium into host bone or teeth). The controlled release technology delivers scheduled doses of growth factors and/or other chemical and/or pharmacological substances in a predefined temporal and spatial manner to promote bone in growth and/or osseointegration. The physical signs of the pores and hollow cylinder can be altered to optimize bone ingrowth and/or osseointegration.
The aim of this study is to design an implant body with holes through which bioactive materials are effectively injected while maintaining mechanical strength of an implant using finite element analysis. This study consists of three phases and the effect of making injection holes on stress distribution obtained during the first phase is reported in this article.
Experimental Procedure
2-dimensional (2-D) simulation was used in the first phase of the study, which included the structural properties of an implant and holes, the effect of bioactive material on stress distribution, and properties of holes such as location, shape, and the number. The diameters of 0.2 to 1 mm and 0.2 to 2 mm were studied for an inlet and an outlet of a hole, respectively. Locations of an inlet, outlets, and connecting holes were varied to optimally redistribute and reduce stress on an implant. The number of outlets was varied between 2 to 5.
The second phase of the study will improve the results obtained from the first phase with 3-dimentional (3D) structural design. In order to accomplish this goal 3D model will be developed to accommodate the 2D analysis, and the analyses will be conducted with a situation when bone fills those holes from outlets. 3D simulation method will include specific requirements for implant administration and this will improve 3D models to be applicable for diverse patients.
In the final phase the study will include bone growth progress with biological factors such as mechanical properties of bone growing around and inside of an implant. This time dependent or specific data will be integrated into the simulation method. The resulting transient simulation method will be used in together with clinical data to finalize our implant design.
We used COMSOL, a multiphysics FEM tool, to make 2D model of an implant and mandible and analyzed stress distribution before and after bioactive material was injected through holes. Since COMSOL can simulate 3D models, this 2D model will serve as a starting point for the comprehensive analyses described.
The geometric configuration of a basic 2D model of an implant fixture and the mandible arch was based on the COMSOL's library ( Fig. 1(a) ). The material properties of the material used in the FE analysis were also based on the COMSOL's library ( Table 1) .
The implant is cylindrical without thread to focus on the effect of placing holes with various configurations. Fig. 1 shows the cross sectional view of implants and mandible with dimensions constructed in COMSOL. For simplicity's sake, the contour of the cortical bone was linearly modeled. The opening of the hole vertically placed at the center will be used as an inlet for bioactive material and the other openings as outlets when the holes are used to inject bioactive material into the mandible hollow. Triangular elements were used to make a mesh, and corner areas had dense elements for more accurate analysis. Models consisted of 2224 triangular elements for a basic implant and 9,856 elements for an implant with one inlet and four outlets.
Titanium beta-215 was used to model an implant fixture (Table 1) . We assumed after bioactive material was applied bone grew and filled the holes if bioactive material was absorbed and leaved hollow. In this case the bone filled the holes was assumed to be compound of both cortical and cancellous bones. Since this situation was not reported yet, the mechanical property of this compound was determined by the surface ratio of cortical and cancellous bones.
Load applied in the analysis was 400 N/m downward and 75 N/m right, which was a bit greater than what is usually applied in a real patient. The load was set to be evenly distributed in the upper part of the implants.
Static analysis was undertaken, in which load and constraints were not changed with time, and the maximum value of the von Mises stress was extracted. Each stress value represented load per area and was consisted of three vertical stresses and three shear stresses.
(1)
where, σ υ = von Mises stress σ ii = vertical stress σ ij = shear stress COMSOL FEM solver solves the following differential equations for stationary case: (2) where, σ = stress tensor F = body forces
Eq. 2 is same as Eq. 3 with x, y, and z notation. Since 2D analysis was undertaken in this study, all z components were ignored:
Results and Discussion
Stress on an implant was examined before making holes for injecting bioactive materials such as bone morphogenetic protein (BMP). In Fig. 3(a) the maximum stress concentration occurred at the top of buried part of the implant at the maximum load. The stress characteristics along the vertical red line were extracted in Fig. 3(b) . Stress concentration occurred at the left corner and both horizontal ends of cortical bone. The stress occurred at the left corner was attributed to the load applied to down and right direction, and interpreted as a counteraction of the applied load. The stress occurred at both horizontal ends of cortical bone showed that the load was transferred to the next tooth. It should be noted that this load transfer could be overestimated to some degree due to the cortical bone's linear outline. Based on this result we concluded that it was desirable not to place holes at the upper part of the buried implant. Accordingly, we placed one inlet at 
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the top of the implant and four outlets, two per each side, and connected them with five holes as shown in Fig. 1(b) . These holes were filled with bone compound in the next bone growth progress, but the compound was not connected with the mandible yet since we assumed that the bioactive material was not completely consumed. The result showed that the maximum stress increased to 0.1807 MPa, which was 14% higher than that of without the holes (Fig. 4) . There was no significant change in stress distribution (Fig. 5) .
In the next bone growth progress the bone compound in the holes was assumed to be connected with the mandible through the four outlets and thus the bone compound elements in the model were assigned to be fixed boundary condition. Furthermore, bioactive material coated the implant at this stage. Fig. 6 shows the stress concentration was disappeared from the implant and the mandible except four outlets. This suggested that the bone compound and the coating layer played an important role in the stress characteristics within the implant, cancellous and cortical bone. 8) However the maximum stress elevated from 0.1807 MPa to 1.757 MPa.
More obvious results were expected by assuming loose implants in order to check the actual reinforcing effects of bioactive materials. To give conditions of loose implants, the displacement was given to the implant as an X-direction boundary condition in the same direction the load applied to, and the case to act as a reinforcer at the outlet was compared with not the case. In fact, since cortical bones have 10 times higher strength than cancellous bones, it is highly probable that the displacement occurs in cancellous bones. Assuming that the displacement to the implant in cancellous bones was 0.0004 mm in the X direction (the maximum stress of 0.1805 MPa was almost the same value of 0.1879 MPa without the displacement shown in Fig. 5 , namely to meet the very small displacement conditions), in the case not to act as a reinforcer at the outlet, no constraint was given to the contact area of the outlet (free), and in the case to act as a reinforcer at the outlet, the contact area of the outlet was fixed (fixed). Both cases were compared. not to act as a reinforcer at the outlet with a new Boundary Condition of 0.004 mm X-direction displacement. Given the results of a new displacement in the X direction, the part shown in the red circle at the top-left corner in the contact area of the implant and the cortical bones indicates the occurrence of a new stress concentration. When the displacement occurs in cancellous bones, it is found that the stress concentration occurs at the implanting part of the implant. After bioactive materials were injected with a single injection hole and four outlet holes, the implant surface coating was formed after a certain period and the bones with cancellous and cortical elements were grown up through outlet holes.
11) And the reinforcing effects of the implant bonding through four outlet holes occurred, then the Boundary Condition of fixed outlet holes can be given.
In the case for the bioactive materials to act as a reinforcer, all the stress concentration effects were dramatically relieved not only at the implant but also at each contact area even with the displacement (Fig. 8) . This was similar to the case without the consideration of displacement effects (Fig. 6) . Fig. 9 can also confirm that the stress decreases rapidly from the maximum stress concentration point in contrast with what the stress decreased slowly before.
10)
While the bad news is that the relieved stresses across the implant were concentrated to four outlets, and the maximum stress concentration increased 21 times (0.1805 MPa → 3.809 MPa) compared to the case without bioactive material effects. The possibility of the rupture at the outlet has been rather increased (Fig. 10 ). This value is twice higher than the value of Fig. 6 cases (1.757 MPa) without the consideration of displacement effects. Of course, considering that the X-direction displacement was given in order to assume loose implants, as shown before, 9.7 times value of the maximum stress value was calculated.
The results of analyses for the reinforcing effects considering with or without the displacement using Finite Element Method are summarized in the table below.
Thus, the design improvement is necessary to reduce stresses concentrated on four outlets. Typically, assuming that a uniform stress distribution in the cross-sectional area, the mean stress (σ) is proportional to the vertical load (F) and inversely proportional to the cross-sectional area (A).
In other words, σ = F/A
Accordingly, in order to reduce stress, the cross-sectional area should be increased under the same load and if the cross-sectional area is fixed, the stress or the stress concentration can be reduced by changing the position or angle of the load concentration. By employing the following two methods, better injection/outlet hole design can be developed.
1. Increase the contact area of the implant and the cancellous bones by increasing the size and the number of outlet holes.
2. Relieve stress concentration by changing the shape or location of outlet holes.
Conclusion
A simplified 2D model is proposed in this study to examine the effect of the properties of holes inside an implant and the interface layer formed with bioactive materials injected through the holes on stress distribution within the mandible and the implant. It was found that when bioactive materials formed an interface layer between the implant and the mandible and the four holes were filled with the cortical and cancellous bones all the stress concentrated opposite to loading side without holes disappeared. The stresses at four outlets of hole mildly elevated but the maximum stress value increased ten times compared with the value without bioactive material.
In addition, as a result of analyzing bioactive material injection effects considering the very small displacement in the cancellous bones, it is confirmed that the stress concentration spread across the implant gathered to four outlets and the maximum stress increased over 20 times compared to the case before the bioactive material injection.
As a result, it is confirmed that the stress concentration spread throughout all the implant with or without the displacement relieved by injecting bioactive materials. However, the design optimization is necessary to reduce stresses concentrated on the very small area of outlets by increasing the size and the number of outlet holes or by changing the shape or location of outlet holes.
3D design optimization will be done based on the first phase basic study results and a first design model will be presented through additional fatigue tests. In addition, the future research direction is to build the Implant Simulation Model applicable to various implant designs by applying the strengthening process of bioactive materials with animal experiments and clinical data using Multiphysics Transient solution. 
